In a cross-sectional study of over 3000 consecutive serum specimens the levels of rheumatoid factor (RF) measured by rate nephelometry (Beckman ICS II) were compared with values obtained by the more traditional methods of sheep cell agglutination (Rose-Waaler) and latex agglutination. Similar values for sensitivity and specificity were found for all three methods for rheumatoid arthritis, with nephelometry giving slightly higher levels of sensitivity for other rheumatic disorders. A significant correlation (r=0-46, p<001) was found between the nephelometric and Rose-Waaler method for 147 consecutive seropositive specimens. Of interest, however, several disparate results were observed, and explanations for these were sought. Longitudinal studies of RF were performed in 49 seropositive patients over a two-year period. The nephelometric method was considered superior compared with the other techniques because of its ability to detect changes in absolute levels at earlier stages and its low interassay coefficient of variance (11%).
Traditionally, rheumatoid factor (RF) has been measured in the routine diagnostic laboratory by the latex agglutination test and by methods utilising sheep cell agglutination (e.g. Rose-Waaler). These tests are semiquantitative in that they require a subjective interpretation of an end point and have poor reproducibility (e.g. coefficient of variance approximately 20%'). In addition the absolute level of RF has to be changed by over 50% before there is a change in titre if a doubling dilution technique is used. Nevertheless these agglutination tests have become established as the methods most commonly used at the present time to measure RF in the diagnostic laboratory.
Over the last five years nephelometric methods have been described to measure RF. l-7 Nephelometry is a simple and sensitive technique for measuring the degree of light scatter caused by the Accepted for publication 17 December 1984.
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Results
Over a two-year period RF was measured in 3000 consecutive specimens received by our laboratory. For all specimens RF was measured by three methods, and negative and positive RF controls were included in each assay batch. For the nephelometric assay the coefficient of variance of the positive control was 11.0% over the two-year period and for a 6/12 month period it was 6*1%. In 29 specimens (i.e. <1% of total) it was not possible to record a RF level accurately because of excess background scatter due to gross lipaemia.
The nephelometric RF level measured in 50 blood donors is seen in Fig. 1 . Four individuals had levels > 80 IU/ml, and this level was arbitrarily chosen as the upper limit of normal in our non-hospital 'healthy' population. The RF levels found in various disease categories are shown in Fig. 1 . As predicted the greatest prevalence and highest values were found in RA, and 80% of our rheumatoid patients were seropositive by the nephelometric assay.
The sensitivity and specificity of the three assays are given in Table 1 . In general the methods gave similar results; the nephelometric assay was slightly more sensitive than the agglutination assays but a little less specific (than the Rose-Waaler assay). group (Table 2 ). The diagnoses in these patients were Sjogren's syndrome in three, hypergammaglobulinaemic purpura in two, and mixed cryoglobulinaemia in the other. Sera from three of these (Figs. 4a and b) . Further measurement at a higher serum dilution would then reveal a high nephelometric value, suggesting that the initial nephelometric value was incorrect. In studying these specimens we noted that an early rapid increase in scatter was initially detected followed by a rapid decline to zero or negative scatter values, resulting in a normal value being finally computed. Macroscopically it was also apparent that the reaction cell contained large aggregates of immune complexes which dropped rapidly to the bottom of the cell. We now routinely observe the scatter profile with the aid of twin channel chart recorder to detect such specimens. If high initial rates of scatter are recorded with negative final RF values, we automatically measure the RF level again with the next dilution step of serum sample to obtain the correct value. These aberrant scatter recordings are seen in approximately 2% of specimens. The cause of these initial false negatives is unclear but may relate to (a) bound RF being made available by subsequent dilution of the serum or (b) rapid formation of large aggregates which fall towards the bottom of the reaction cell out of the optical light path.
The nephelometric test appears suitable for following serum RF levels on a sequential basis. Smooth curves were obtained after plotting values on semilog graph paper over time, and early declines of RF were useful in monitoring a patient's response to therapy. In contrast the Rose-Waaler titres tended to fluctuate more widely. As a consequence of our experience we have now discontinued measuring RF by the Rose-Waaler technique but are continuing to screen for RF using latex agglutination at 1:10 serum dilution and measuring its absolute quantity with the rate nephelometric technique.
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